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A technical error in the technology assessment on Thoracic Electrical 
Bioimpedance has been identified. The following text should replace the 
text beginning at the first word of line 1165 (page 61) through the end of 
line 1172:  
 

The authors commented that the specialist care group was 
comprised of nationally certified hypertension specialists with 
special expertise in the treatment of resistant hypertension (it 
should also be noted that the TEB group was treated by a physician 
who as a member of the Division of Hypertension and Internal 
Medicine at the Mayo Clinic was likely to be more expert in treating 
hypertension than a typical clinician in primary care), and 
suggested that monitoring with TEB would have a greater benefit 
when the alternative was management with a community physician. 
However, it is also possible that the small improvement in the 
hemodynamic monitoring group was due not only to the use of 
TEB, but to correct application by the treating physician of the 
algorithm in the authors' Table 1 that guided the use of TEB in this 
application. Before it could be known what the benefit of TEB would 
be in community practice, with treatment decisions made by 
generalists, the ability of generalists to learn and apply this 
algorithm in conjunction with TEB would need to be demonstrated 
and evaluated.  
 

This change does not affect the conclusions of the technology 
assessment.  

 
 
 


